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INTRODUCTION 

Diagnostic musculoskeletal ultrasound is a 
non-invasive, low-cost, imaging modality 
that may be used to characterize normal 
and pathological muscle tissue. Sonogra- 
phy has been long proposed as a method 
of assessing muscle damage due to neuro- 
muscular diseases such as muscular dys- 
trophy (Reimers et al., 1996), and more 
recently, changes in body and tissue com- 
position associated with muscle wasting 
disorders such as sarcopenia (Pillen and 
van Alfen, 2011). The use of quantitative 
ultrasound as an adjunct diagnostic proce- 
dure has different technical challenges than 
the traditional use of ultrasound in clin- 
ical medicine. Examiner-dependent tech- 
nique and variation are critical considera- 
tions when assessing the presence of mus- 
cle atrophy via tissue dimension estimates 
using muscle thickness measures, or when 
quantifying pathological changes in muscle 
quality via estimates of echointensity using 
grayscale analysis. Understanding both the 
promise of quantitative ultrasound as an 
assessment tool for muscle disorders and 
the known threats to measurement validity 
may foster greater adoption of this imaging 
modality in the management of muscular 
dystrophy and sarcopenia. 

DIAGNOSTIC ULTRASOUND 
UTILIZATION IN THE MANAGEMENT OF 
MUSCULAR DYSTROPHY AND 
SARCOPENIA: SIMILARITIES AND 
DIFFERENCES IN APPROACH 
COMMON MORPHOLOGICAL FEATURES 
Muscular dystrophy is a broad term that 
encompasses a disease group marked by 



progressive skeletal muscle weakness, atro- 
phy, and myofiber degeneration with het- 
erogeneous genetic etiologies that include 
epigenetic, monogenic, and repeat expan- 
sion abnormalities (Leung and Wagner, 
2013). Muscular dystrophy affects both 
children and adults, which reflects its wide 
ranging phenotypic expression. In con- 
trast, many investigators regard sarcopenia 
as an age-related condition denoted by a 
loss of lean body mass (LBM) with dimin- 
ished muscle strength or functional perfor- 
mance (Newman et al., 2003; Cruz-lentoft 
et al, 2010; Morley et al, 2011). How- 
ever, it is important to note that a more 
expansive view of an "all cause" designa- 
tion for muscle impairment, i.e., myope- 
nia or skeletal muscle function deficit, 
has been recognized as an approach to 
nosology that may serve to limit the con- 
founding effect of incongruent definitions, 
and facilitate the discovery of linkages 
among apparently disparate forms of mus- 
cle dysfunction (Fearon et al., 2011; von 
Haehling et al., 2012; Correa-de-Araujo 
and Hadley, 2014). Muscular dystrophy is 
recognized as a group of diseases, whereas 
sarcopenia is widely regarded as a geri- 
atric syndrome. Nevertheless, it has been 
proposed that these two muscle disorders 
have some common morphological fea- 
tures such as the centralization of sar- 
colemic nuclei, atrophic groups of muscle 
fibers, and excessive variation of muscle 
fiber size (Edstrom et al., 2007; Malat- 
esta, 2012). Furthermore, individuals with 
muscular dystrophy or sarcopenia may 
exhibit excessive intramuscular adipose tis- 
sue, intramyocellular triglyceride levels. 



and non-contractile infiltrates (Pillen et al, 
2003; Miljkovic-Gacic et al, 2008; Jansen 
et al., 2012). Therefore, sonographic mea- 
sures of echointensity for the purpose of 
tissue composition estimates, and digital 
caliper measures of tissue dimensions to 
assess muscle atrophy are both key ele- 
ments of the ultrasound assessment of 
muscular dystrophy and sarcopenia (Pillen 
and van Alfen, 201 1; Tieleman et al., 2012; 
Janssen et al, 2014). 

CONDITION-SPECIFIC APPROACH TO 
DIAGNOSTIC ULTRASOUND 

In muscular dystrophies, quantitative 
ultrasound has been frequently proposed 
for Duchenne muscular dystrophy (DMD) 
(Pillen et al, 2003; Scholten et al, 2003; 
Jansen et al, 2012). The measurement 
of echointensity using grayscale histogram 
analysis has been used as a proxy mea- 
sure for the increased non-contractUe fea- 
tures associated with the pathologic mus- 
cle changes that may result in DMD. 
Jansen et al. (2012) reported that echoin- 
tensity values were significantly associ- 
ated with ambulation status, functional 
performance, and hand-held dynamom- 
etry peak force values in children with 
DMD. The observed standardized response 
mean (SRM) for their echointensity val- 
ues over a 1-year period was 0.77 for 
their summed scores, with the lower 
extremities (SRM = 0.79-0.89) exhibiting 
greater responsiveness in comparison with 
the upper extremities (SRM = 0.35-0.36). 
Additionally Pillen et al. (2007) have 
shown that echointensity and muscle 
thickness values have diagnostic utility as 
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supported by the demonstrated discrimi- 
native validity of quantitative ultrasound 
among children suspected of having a neu- 
romuscular disorder. Moreover, in some 
instances, M-mode ultrasound may have 
advantages over electromyography for the 
assessment of muscle fasciculations, which 
is a clinical feature of some forms of mus- 
cular dystrophy and myopathy (Walker 
et al., 1990; Scheel et al, 1997; Pillen and 
van Alfen,2011). 

The use of quantitative ultrasound for 
the assessment of sarcopenia has been pre- 
viously proposed (Pillen and van Alfen, 
2011), but this approach has not been 
embraced by the largest international soci- 
eties that issue position stands and con- 
sensus statements regarding the diagnos- 
tic criteria for sarcopenia (Cruz-]entoft 
et al, 2010; Morley et al, 2011; Studen- 
ski et al., 2014). Less developmental work 
has been completed concerning the use 
of ultrasound in the assessment of age- 
related muscle changes in comparison to 
more well-known approaches involving 
dual-energy X-ray absorptiometry (DXA), 
computed tomography (CT), or mag- 
netic resonance imaging (MRI), bioelec- 
trical impedance analysis (BIA), and other 
anthropometric-based methods. However, 
important foundational research concern- 
ing the use of ultrasound to determine 
body composition has been completed, 
which merits the attention of clinicians and 
investigators interested in the diagnosis and 
management of sarcopenia. Previous study 
findings suggest that ultrasound LBM esti- 
mates have concurrent validity with MRI 
(Abe et al., 1994) and hydrodensitometry 
(Sanada et al., 2006) in Japanese adults. In 
the study by Abe et al. (1994), a nine-site 
anatomical model for ultrasound-derived 
LBM displayed moderate to strong rela- 
tionships with MRI muscle density val- 
ues (r = 0.83-0.96 in men, r = 0.53-0.91 
in women, n = 72, 18-61 years of age, 
p < 0.05). Similar approaches to quantita- 
tive ultrasound have also been successfully 
employed to estimate body fat in adults 
(Pineau et al, 2007, 2009; Wagner, 2013). 
An emergent view concerning the effect 
of the age-related increase in intramuscu- 
lar adipose tissue on muscle performance 
and lower extremity impairments (Good- 
paster et al., 2001) has important implica- 
tions concerning the optimal approach to 
the sarcopenia diagnosis. The ultrasound 



measurement of echointensity and mus- 
cle thickness may provide a more com- 
prehensive method of assessing LBM that 
accounts for both muscle quantity and 
muscle quality. 

EXAMINER-DEPENDENT FACTORS 
THAT AFFECT THE ULTRASOUND 
IMAGE: FORCE AND ANGLE 
EXAMINER-DEPENDENT FACTORS AND 
QUANTITATIVE ULTRASOUND 
Investigators have demonstrated that ultra- 
sound is a reliable tool between raters and 
examination sessions (Hides et al., 2007), 
and with a variety of muscle groups (Bem- 
ben, 2002; O'Sullivan et al, 2007; Cheng 
et al, 20 1 2; Temes et al, 20 14) . Nonetheless, 
it is important to recognize that ultrasound 
has a degree of examiner-dependency that 
is higher in comparison with other modes 
of imaging such as DXA, CT scanning, 
or MRI. Consequently, extending the find- 
ings of research reports on measurement 
reliability to typical clinical environments 
should be done with a degree of caution. 
The orientation of the sound transducer 
relative to the body surface and the com- 
pressive or shear stress on tissue through 
the force exerted by the examiner can alter 
tissue dimensions and echointensity. Isliida 
and Watanabe (2012) have cited the influ- 
ence of compressive stress exerted by the 
examiner with the ultrasound transducer 
as a potential source of error in the assess- 
ment of abdominal muscle thickness. Also, 
it has been noted that alterations in the 
sound transducer orientation may result in 
measurement error when estimating mus- 
cle size and ultrastructure features such 
as pennation angle (Herbert and Gande- 
via, 1995; Dupont et al, 2001). Whittaker 
et al. (2009) reported that no significant 
changes in transversus abdominis thick- 
ness measurements were observed when 
sound transducer rotation was <9° and 
cranial/caudal tilting was <5°. The afore- 
mentioned observations suggest that struc- 
tured methods of training and standard- 
ized procedures may benefit the clinical 
application of the ultrasound imaging to 
obtain quantitative measures. 

FEEDBACK-AUGMENTED QUANTITATIVE 
ULTRASOUND 

Our group is exploring the use of real- 
time augmented feedback for quantitative 
ultrasound imaging. Real-time, free-hand. 



diagnostic ultrasound inherently features 
visual feedback of the region of interest 
(ROI) during an imaging procedure. How- 
ever, this mode of feedback alone may 
be insufficient to control factors related 
to examiner force and sound transducer 
orientation. The serial ultrasound image 
exemplar depicted in the Figure 1 illus- 
trates the effect of compressive stress and 
cranial/caudal tUting of the sound trans- 
ducer on material characteristics within the 
ROI. The B-mode images were obtained 
with a portable ultrasound unit (SonoSite 
Titan M-Turbo) using a 6 MHz linear array 
sound transducer with a custom interface 
featuring a load cell (FC22 Compression 
Load Cell; 0-44.48 ± 0.45 N). Automated 
image acquisition and sound transducer 
positioning were performed with the Kuka 
light weight arm (LWA) robot (7 degrees 
of freedom; motion error, ±0.05 mm) to 
attain uniform force and angle targets. 
The scanned material was a custom cal- 
ibration phantom designed as a skele- 
tal muscle mimetic (i.e., anechoic gel, 
15kPa; speed of sound, 1540 m/s; attenu- 
ation, 0.1 dB/cm/MHz; CIRS, Inc.). A sin- 
gle examiner performed the digital caliper 
measures and echointensity was estimated 
via grayscale histogram analysis using a 
method adapted from Scholten et al. (2003) 
and Ismail et al. (2014). Our attained 
measurement values are consistent with 
the observations of Ishida and Watan- 
abe (2012) regarding the negative effect 
of excessive compressive stress on mate- 
rial dimensions. Additionally, the serial 
images illustrate that progressive shifts in 
cranial/caudal tilting of 10° resulted in 
a >15% decrease in echointensity. While 
our use of automated image capture and 
a muscle mimetic phantom are primar- 
ily for testing and training purposes, the 
custom feedback-augmented sound trans- 
ducer interface is portable and may used to 
guide free-hand ultrasound imaging. 

ADOPTION OF QUANTITATIVE 
ULTRASOUND IN THE ASSESSMENT OF 
MUSCULAR DYSTROPHY AND 
SARCOPENIA 

Qualitative diagnostic ultrasound is often 
focused on the identification and subjective 
description of an anatomical structure or 
pathological tissue anomaly. Sonographers 
frequently use variable levels of force and 
sound transducer angle to obtain images of 
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FIGURE 1 I Changes in serial sonographic image characteristics based on examiner force and 
sound transducer orientation. (A-C) Depict transverse views of a muscle tissue mimetic phantom 
with a progressive magnitude of stress imposed on the phantom surface by the sound transducer. The 
material deformation (thickness, centimeter) secondary to the stress progression was as follows: 
(A) 3.78 cm, (B) 3.45 cm, and (C) 3.21cm. (D-F) Depict similar sonographic views as the preceding 
panels. The echointensity observed in the serial images is based on a progressively increasing 
cranial/caudal tilt angle of the sound transducer applied to the phantom surface. The changes in 
echointensity (grayscale, unitless, 0-255) secondary to the angle progression were as follows: 
(D) 56.64, (E) 48.10, and (F) 36.90. (All images were acquired using a 6 MHz linear array sound 
transducer and a muscle mimetic phantom with anechoic gel via automated image capture by the Kuka 
LWA robot.) 



deep structures with sufficient resolution 
for clinical use. In contrast, quantitative 
ultrasound is generally dependent on the 
examiner exerting minimal stress on the 
tissue or structure of interest, and using 
consistent transducer orientation to attain 
reliable serial or comparative measures. 
Therefore, the use of calibration phan- 
toms and force-feedback-augmented ultra- 
sound may be viable methods of provid- 
ing operator training and aiding real-time 
ultrasound measurement consistency. 

The constraints associated with quan- 
titative ultrasound tend to limit this form 
of assessment to superficial tissues (Pillen 
and van Alfen, 2011), and additional nor- 
mative datasets are needed to facilitate the 
interpretation of cross-sectional data - par- 
ticularly for older adults with sarcopenia. 



Also, while muscle thickness measures may 
be fairly uniform across ultrasound plat- 
forms, echointensity values require a cor- 
rection factor for comparisons involving 
different ultrasound machines (Zaidman 
et al, 2010). Notably, qualitative uhra- 
sound has an important role in the man- 
agement of neuromuscular disease as vari- 
able examiner-force and transducer ori- 
entation is needed to locate focal areas 
of hyperechoic tissue for potential biopsy 
sites (Pillen et al., 2007). Despite these 
limitations and contingencies, quantitative 
ultrasound remains a useful clinical and 
research imaging option to characterize 
skeletal muscle in muscular dystrophy and 
sarcopenia. This imaging modality pro- 
vides a non-invasive, inexpensive method 
to assess muscle morphology and estimate 



tissue and body composition without the 
use of ionizing radiation. Attention to fac- 
tors such as imaging site location, patient 
positioning, examiner training, the stan- 
dardization of specific assessment tech- 
niques, and the optimal use of imaging 
feedback may aid the wider adoption of 
sonography for the management of muscle 
disorders. 
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